Introduction
The term inhaler was first used in for a " " 1778 device a metal mug with a tap for opium vapour -inhalation for coughing. In Sales-Girons 1858, invented the first pressurized inhaler and in 864, 1 Newton constructed the first dry powdered inhaler [1] Today, inhalation therapy remains one of the . most important parts in the treatment of obstructive pulmonary diseases. There are two main types of inhalers -dry powder inhalers (DPIs), which are preferred in Europe [2 and ] pressurised metered dose inhalers pMDIs ( ). Inhalation is thought to be the optimal way to treat obstructive pulmonary diseases as it provides high drug concentrations in the lungs with minimalreports in the literature about patients unable to use their inhaler devices properly This may lead . to poor treatment results and increased costextra emergency visits, hospitalizations, extra therapy [2] . On the other hand, good inhalation technique leads to good control of the obstructive disease, rarer use of reliever medications, higher lung volumes and better quality of life [2] .
It has been found that patients, who do not use spacers, have worse inhaler technique [2 Sex ]. and age also have an effect on inhalation skills [ ]. 4 Female patients have more difficulties using MDI devices 4 5 Older patients those with [ , ] . , lower education and people who had not , received enough instructions about their inhaler use, have been reported to have worse inhalation skills 4 6 [ , ] . There are similar observations in Bulgaria, even among children with bronchial asthma. Worse asthma control could be due to difficulties, which children and their parents encounter. Reliable and easy-to-use devices could contribute for better control of obstructive disease [7] .
Leading guidelines for [8] asthma treatment place emphasis on the importance of achieving and keeping the disease symptoms under control. Asthma control includes clinical control (minimal symptoms, optimal quality of life) and preventing the risk of future exacerbations and decrease of lung volumes For clinical follow- [8] . up of asthma control, a score system could be used which expresses the patient s health for a , ' period not only for the present moment, e.g. , questions from Asthma Control Test ACT) ( concerning the health condition for the previous 4 weeks [9 . In patients with chronic obstructive ] pulmonary disease (COPD), the impact of the symptoms (cough, sputum, fatigue, dyspnea) could be assessed via the COPD Assessment Test
Education of patients with obstructive pulmonary diseases is part of their treatment. In patients with COPD, the educational program depends on the severity of the disease but usually it includes general information about COPD, risk factors and complications of the disease, inhalers for treatment and home oxygen therapy, and early recognition of exacerbation symptoms [11] .
To our knowledge, up to now there are no publications in Bulgaria concerning the correct inhaler technique, tested with an objective method. There are devices, constructed for testing the inhaler technique objectively. One such device is Vitalograph Aerosol Inhalation Monitor (АIM), with which the most important steps during inhalation could be easily assessed: synchronization between activating the inhaler and inspiration, optimal airflow (strength and duration), and holding the breath for at least 5 seconds [2] .
The study aimed to assess the inhalation technique of patients with obstructive pulmonary disease (bronchial asthma and COPD) via an objective method and to evaluate the effect of the education of patients with incorrect inhalation technique.
Patients and Methods
The study was approved by the Ethical Committee at Medical niversity Pleven U . Over a one-year period (April 2015 -May 2016 , 120 patients with obstructive pulmonary disease (COPD/ bronchial asthma), treated in the Clinic of Pneumonology and Phth siatry y , University Hospital Pleven, were included in the study. During visit 1, short questionnaires -ACT (for patients with bronchial asthma) and CAT for patients with COPD respectively, were filled on discharge after patients had signed an informed consent. The maximum score for ACT was 25 points, with assessment scale as follows: 25 points -good asthma control, 20-24 pointssatisfactory asthma control and below 20 pointsunsatisfactory control. The maximum score for CAT was 40 points. The higher the score, the more symptomatic the patient was.
The inhalation technique was evaluated via an objective method -IM (Vitalograph ). The А ® Inhalation monitor consisted of a control device, a silicone connecting tube and a single-use disposable inhaler simulator DPI -or MDI with placebo canisters (Figure 1 ). 
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The inhaler simulator we used was matched to the type of the patients' inhalation devices. The inhalation technique assessment had several components: keeping the lips tightly around the mouthpiece good , synchronization between activating the placebo canister and inhalation (only for MDI devices), optimal airflow during inhalation (strength and duration of inhalation) and holding the breath after inhalation for at least 5 seconds. Patients made up to two attempts to test their technique. Those demonstrating correct inhalation techniques received a certificate for participation in the study. The patients who had incorrect inhalation technique were further educated, their mistakes were discussed with the investigator and a second visit (visit 2) took place. The test results were divided in the following groups:
synchronization between 1) activation of the canister and the inhalation; 2) not inhaling forcefully enough; low duration of 3) the inhalation;
holding the breath after 4) not inhalation for at least 5 seconds; not keeping 5) the lips tightly around the mouthpiece 6)
; good inhalation technique; other mistakes. During 7) visit 2, the patients had to demonstrate their newly acquired inhalation skills. The patients, in whom incorrect inhalation technique was still observed, were tested with the alternative inhaler stimulator. A recommendation note was written to the pulmonologist who followed up the patient on an outpatient basis to consider changing the type of the controller inhalator.
Data was entered into an Excel 
Results
In this study, the inhalation technique of 120 patients with obstructive pulmonary diseases was tested. The patients were divided in two groups, according to the type of their controller device: with MDI -34 (28%) patients, and with DPI -86 (72%) patients. In the MDI group, the average age was 57.5 years (age range 26 82). In the DPI -group, the average age was 63 years (age range 26 83). The patients in the MDI group were -significantly younger than the patients in the DPI group (KW=5.584; p=0.018). The patients with bronchial asthma were 54 (45% of all patients): 22 of them (40.74%) used MDI devices and 32 (59.26%) -DPI devices (Table 1 ). The patients with COPD were 66 (55%). Those using MDI The patients claiming to have good inhalation technique accounted for 97% of those in the MDI group and 96.5% for the patients in the DPI group (Table 1) .
The most frequent mistakes in the MDI group were short duration of the inhalation (55.88%) and poor synchronization between the canister activation and the inhalation itself (29.41%, Figure 2 ). The most common mistakes in the А DPI group were that the inhalation was not forceful enough (48.84%) and short it was of duration (12.79%, Figure 2 ). In the MDI group, В only 2 (5.88%) of the patients demonstrated correct inhalation technique during their first attempt. In the DPI group, the patients with correct inhalation at their first attempt were 31 (36.05%). There were some patients, who made more than one mistake during inhalation. At visit 1, patients with MDI made more mistakes (on the average, 1 patient made 2 mistakes) during inhalation than patients with DPI device (on the average 1 patient made 1 mistake) (KW=11.892; p<0.001). Patients, who demonstrated a correct inhalation technique from their first or second attempt (49 patients with DPI and 8 patients with MDI), were considered as ones with correct inhalation technique and received a certificate for participation and good inhalation skills. For the rest of the patients, a second visit for retesting the Figure 2B . Most common mistakes made with DPI devices on visit 1 and visit 2. At visit 1 the most common mistakes in the DPI group were that the inhalation was not forceful enough (48.84%) and short duration of the the inhalation (12.79%). During visit 2 the most frequent mistake for the DPI devices was that the inhalation was not forceful enough (20%) 1) between activating the placebo canister and the inhalation 2) not inhale enough poor synchronization ; forcefully 3) low duration of the inhalation 4) holding the breath after inhalation for at least 5 seconds 5) not ; ; ; keeping close the lips tightly around the mouthpiece 6) good inhalation technique 7) other mistakes ; ; There are no patients with DPI and bad , because coordination between activating the canister and the inhalation this option is not available in DPI devices Figure 2A . Most common mistakes made with MDI devices on visit 1 and visit 2. At visit 1, the most frequent mistakes in the MDI group were short duration of the inhalation (55.88% and poor synchronization between ) canister activation and the inhalation (29.41%). At visit 2, most common mistake for MDI devices was the short duration of the inhalation 1) between the placebo canister activation and the inhalation 2) not inhaling enough poor synchronization ; forcefully 3) low duration of the inhalation 4) not holding the breath after inhalation for at least 5 seconds 5) ; ; ; not keeping the lips tightly around the mouthpiece 6) good inhalation technique 7) other mistakes ; ;
110
inhalation technique was appointed. At Visit 2, 38 patients did not turn up, and 25 (20.83% of all patients) attended the visit.At Visit 2, 6 patients demonstrated correct inhalation technique at the first attempt. At this visit, the most common mistake for MDI devices was short duration of the inhalation, observed in 7 (28%) patients and for DPI devices -the inhalation was not forceful enough in 5 (20%) cases (Figures 2A  and 2B ). In 7 patients (3 with MDI and 4 with DPI), good inhalation technique could not be demonstrated at all. A recommendation note for changing the type of inhaler device was written after the patients had been trained again. There was no difference between the two groups as regards the average number of mistakes at Visit 2: Figure 3 . The number of mistakes made by the patients during inhalation in MDI and DPI groups during visit 1 and visit 2. Patients in the MDI group made significantly more mistakes during visit 1, while there was no difference in the number of mistakes in the DPI group between the two visits for both groups, there was one mistake per patient on the average (KW=0.333 p=0.564 There was no difference in the duration of using inhalers among the patients with correct and incorrect inhalation skills. For the patients with correct inhalation technique the mean duration was 9 years (ME=9 years, range 0-41years) and for those with incorrect technique the result was similar ( years, range 0 45 ME=9 -years; KW p =0.126 =0.723).
;
Discussion
To our knowledge, this is the first study in Bulgaria in which the inhalation technique of Ivanova Z, et al. Improving the inhalation technique in patients ... patients with obstructive pulmonary diseases has been tested via an objective method (Vitalograph AIM device). Via Vitalograph AIM, inhalation technique can be easily tested, since it provides important and detailed information about the strength and duration of the airflow, coordination between activating the canister and inhalation, and how long the patient holds his/her breath after inhalation. The method is safe for the patients because a placebo canister is used for MDI devices. For maximum hygiene, disposable inhaler stimulators are available. In this study, it was found that most of the patients did not use their inhaler devices properly, even though they claimed that they knew how to inhale. In the MDI group, only 2 patients (5.88%) demonstrated correct inhalation technique during their first attempt, while in the DPI group 31 patients (36.05%) demonstrated it. Another study revealed that between and 60% 80% of the patients s had incorrect with MDI device inhalation technique [4] . Chrystyn et al. found errors during inhalation in 92% of the patients with MDI. Inhalation mistakes in patients with DPI devices vary from 39% (for diskus devices) to 76% (for turbohaler users) [12] .
The patients with MDI devices were significantly younger ( . years) and with 57 5 predominance of cases with bronchial asthma, as compared to the patients with DPI devices.
The most frequent mistakes during inhalation in the MDI group were short duration of inhalation (55.88% and poor coordination ) between the canister activation and inhalation (29.41%). This type of device is activated, when the patient presses the canister and inhalation must start at the same time. The patient should provide smooth and long inhalation airflow. It is an interesting finding that patients have difficulties when using MDI inhalers but most of them do not have a spacer (82.3%) or do not use it frequently if they do. In other studies, the percentage of people with spacers varies between 6-14% [4] .
The most common mistake in the DPI group we studied was that inhalation was not forceful enough (48.84%). One possible explanation for this is the fact that this type of device is activated by the patient's inspiratory airflow, which should be forceful enough. Patients with decreased lung function have more difficulties in achieving the airflow optimal for inhalation.
At Visit 1, patients with MDI made significantly more mistakes (average 1 patient made 2 mistakes) during inhalation than patients with DPI device (average 1 patient made 1 mistake). When we compared the number of mistakes during visit 1 and visit 2 inside the groups, it was found that in the MDI group there was a significant reduction in the number of mistakes (visit 1 -average 2 mistakes per person; visit 2 -1 mistake per person). In the DPI group, no such correlation was found (visit 1 -average 1 mistakes per person; visit 2 -1 mistake per person), but it is worth mentioning that during visit 2, none of the patients made more than 1 mistake after the extra training.
The patients with MDI devices seemed to be "riskier" for inhalation misuse. It should be taken in consideration the fact that, in Bulgaria, the reliever inhalers are in MDI devices. Health care providers should provide continuous education, frequent inhalation technique testing and timely correction of mistakes because patients could run into a difficult situation, being unable to manage an acute exacerbation just because they do not use their devices properly.
We observed very low attendance to visit 2. Appointments were made for 63 patients but only 25 of them turned up. Most of the patients pointed out some of the following reasons for their reluctance to perform visit 2: lack of time, impossibility to leave their workplace, problems with public transport, and financial difficulties. Press et al. reported much higher attendance at visit 2: 84-91% in their study [13] .
Severe exacerbations of the obstructive disease are an indication for hospitalization. No difference was found in the number of hospitalizations between patients with correct and incorrect inhalation technique for the previous year for both groups, it was 1 -hospitalization a year, on the average. One possible explanation for this could be the lack of information, regarding the rate of mild and moderate exacerbations, which were treated and controlled on an outpatient basis, or patients managed themselves at home with reliever inhalers. If the patients with the corrected technique had been followed prospectively, a reduction of the hospitalizations probably could have been found.
No significant correlation between the duration of using inhalers and good inhalation skills was found in our study: for both groups the mean age was 9 years. However, some authors have found that longer duration of inhaler use is a factor, favouring the good inhalation skills [14] .
A significant correlation between obstructive disease control (assessed with ACT or CAT) of 112
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the patients with correct and incorrect technique was not found. In the available literature, there are studies reporting that patients with poor inhalation technique presented with worse disease control [4, 6] . The questionnaires in our study were filled upon discharge from hospital, when the patients can be expected to be in their optimal health condition and present with higher ACT/CAT scores despite their incorrect inhalation technique. There are certain strengths of this study. In Bulgaria, this was the first time that the inhalation technique of patients was tested via an objective method. One direct benefit for the patients was to be tested and educated to inhale properly. The study revealed that most of the patients misused their inhalers. Furthermore, it was found that few patients with MDI inhalers had spacers even though they needed such devices to support their inhalation maneuvers.
There are also some limitations of the study. There was insufficient information on the mild and moderate rate of exacerbations, treated on an outpatient basis. To assess the long-term effect of testing and education, the patients should be followed up prospectively for longer periods, not only for one month after visit 1.
Conclusions
The efforts to educate and correct the poor inhalation technique are worthwhile because they improve the skills to use of inhaler devices, thus leading to reduction of the number of mistakes during inhalation. Long-term positive effects of the good inhalation technique are expected such as reduction of exacerbations, hospitalizations and emergency visits, reduction of costs and probably better quality of life for the patients.
